Automated turbidimetric assay of serum apolipoprotein A1 using the COBAS-BIO centrifugal analyzer.
An automated turbidimetric procedure for determining serum concentrations of apolipoprotein A1 (apo A1) is described. This procedure allows for rapid, precise and inexpensive assay of apo A1 in large numbers of serum samples.